
 
 

                   Anti-Cardiolipin (aCL) IgG/IgM and 
           Beta-2 Glycoprotein I (aB2GPI) IgG/IgM: Change to Assay 

  

Date: December 20, 2018 

Effective Date: January 16, 2019 
 
 
The new reference ranges for the Anti-Cardiolipin (aCL) IgG/IgM assays are: 
                         

<20 GPL or MPL –U/mL – NEGATIVE  
≥20 GPL or MPL –U/mL – POSITIVE 

 
The new reference ranges for the Beta-2 Glycoprotein I (aB2GPI) IgG/IgM assays are: 
                         

<20 U/mL – NEGATIVE  
≥20 U/mL – POSITIVE 

 
These assays will be performed in-house Monday-Friday and can be ordered individually or together as 
part of a newly created Anti-Phospholipid Antibody Panel. 
  
 
 
 
From: Dwight J. Hardy, Ph.D. 
 Director, UR Medicine Clinical Microbiology Laboratories 
 Phone: (585) 275-1408 
 E-mail: Dwight_Hardy@urmc.rochester.edu 
 
 


